Avidity as a criterion for diagnosis of human strongyloidiasis increases specificity of IgG ELISA.
This study evaluates the inclusion of the IgG avidity index in ELISA to detect anti-Strongyloides stercoralis IgG. The ELISA index revealed 70% of specificity. With the inclusion of screening AI, specificity increased to 80%. IgG avidity complemented traditional IgG ELISA by eliminating some of the suspected or false positive cases.